Conclusions: Cementless fixation provides improved fixation at five years compared with cemented fixation in mobilebearing unicompartmental knee replacements, maintaining equivalent or superior clinical outcomes with a shorter operative time and no increase in complications.
Level of Evidence: Therapeutic Level I. See Instructions for Authors for a complete description of levels of evidence.
L
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of postoperative complications (odds ratio of 2.8 in matched patients) 6 , faster recovery 7 , shorter inpatient stay, and lower costs compared with total knee replacement 8 . However, all national joint registries have demonstrated a higher revision rate for unicompartmental knee replacement than for total knee replacement 5, 9 . As a result, the procedure has not gained widespread acceptance and the majority of patients suitable for unicompartmental knee replacement continue to receive total knee replacement 10 . The most common reasons given for revision of unicompartmental knee replacement in national joint registries are aseptic loosening and pain 5 . Currently, most designs of unicompartmental knee replacements are inserted with cement, and many are performed using a minimally invasive technique. Cementation is challenging in minimally invasive unicompartmental knee replacement, and cementation errors may lead to loosening, pain, and excess wear 11, 12 . It has been suggested that cementless fixation may decrease the prevalence of these problems, reducing the failure rate overall 13 . In loose joint replacements, the bone-implant (or bonecement) interface becomes replaced by a layer of soft tissue, manifesting radiographically as a thick, poorly defined radiolucent area, known as a pathological radiolucency 14 . Often, a fine, well-defined radiolucent line is present at the bone-cement interface of well-functioning cemented unicompartmental knee replacements and total knee replacements [15] [16] [17] . These so-called physiological radiolucencies are not associated with pain or loosening, but indicate suboptimal fixation as they demonstrate a layer of fibrocartilage at the interface 18 . It is believed that if this layer of fibrocartilage is not present, the fixation will be of higher quality. If a patient complains of persistent pain following a unicompartmental knee replacement and has a physiological radiolucency, surgeons less familiar with these radiolucencies may attribute this pain to the presence of a radiolucent line, and convert the unicompartmental knee replacement to a total knee replacement. These revisions are often unnecessary as anteromedial tibial pain can frequently occur in the early postoperative period and usually resolves spontaneously 19 . This may be a result of changes in bone stresses following surgery 20 . The most commonly used prosthesis for unicompartmental knee arthroplasty is the Oxford unicompartmental knee replacement (Biomet, Bridgend, United Kingdom) 21 . This device uses a fully congruent mobile bearing to minimize wear and to preserve normal kinematics over the lifetime of the implant. It has been in use for over thirty years, accounts for 70% of unicompartmental knee replacement implantations in the U.K., and is fixed to bone using cement. In specialist centers, the long-term revision rate of the Oxford unicompartmental knee replacement is similar to that of total knee replacement with superior functional outcomes 3, 22, 23 . An additional advantage of the mobile bearing is that, aside from the effects of friction, the loads transmitted between the bearing and the femoral and tibial components are almost entirely compressive 24 . As a result, the loads transmitted across the boneimplant interfaces are also predominantly compressive with minimal shear stress, suggesting that the device may be ideal for cementless fixation.
A modified version of the Oxford unicompartmental knee replacement that allows cementless fixation by the addition of a porous titanium and calcium hydroxyapatite coating, which should rapidly stimulate bone ingrowth and secure longterm fixation, has been introduced. The tibial component of the Oxford unicompartmental knee replacement is flat, allowing accurate assessment of the bone-implant fixation if radiographs are precisely aligned with the tibial component using fluoroscopic guidance. With use of this technique, physiological radiolucencies have been reported to be observed in 60% to 97% of knees with a cemented Oxford unicompartmental knee replacement 16 . As part of the assessment of cementless Oxford unicompartmental knee replacements, a randomized, controlled study was undertaken with the primary aim of comparing the quality of fixation of the cemented and cementless designs of the Oxford unicompartmental knee replacement as evidenced by the prevalence of radiolucent lines. The secondary aim of the study was to compare functional outcomes of patients with these two prostheses. Preliminary results have been published at one year 13 . This study describes the clinical and radiographic outcomes at five years. . Anterior knee pain, full-thickness cartilage loss in the patellofemoral joint, obesity, age, or activity level were not considered contraindications to unicompartmental knee replacement [25] [26] [27] [28] .
Materials and Methods
Patients who had previously undergone high tibial osteotomy or ACL reconstruction were excluded. Following randomization, a cemented Oxford unicompartmental knee replacement was implanted in thirty-three knees, and a cementless Oxford unicompartmental knee replacement was implanted in thirty. All patients were assessed prospectively at the preoperative visit and then at six months and at one, two, and five years after surgery, by a research physiotherapist. Both assessor and patient were blinded to the method of fixation used. Clinical assessment included the Oxford Knee Score 29 , Knee Society Score (functional and objective components) 30 , and Tegner Activity Score 31 . In all knees, Oxford Phase-III instrumentation (Biomet) was used to implant prostheses using the minimally invasive surgical technique described elsewhere 19 . Intraoperatively, suitability for unicompartmental knee replacement was confirmed by examination of the ACL and articular surfaces in the retained lateral compartment. The choice of implant (cemented or cementless) was determined according to a random sequence generated by computer and recorded in a series of opaque, sealed envelopes. After confirmation of the suitability of the patient for unicompartmental knee replacement, the next envelope in the sequence was opened and the implant was chosen accordingly.
Implant Design and Implantation
Patients in the cemented group received the Oxford Phase-III unicompartmental knee replacement (Biomet). The cementless implant is similar but modified to allow cementless implantation (see Appendix). The tibial component is identical to the cemented version, except that the cement pocket is filled with a layer of
porous titanium and the surfaces in contact with bone are coated with calcium hydroxyapatite. The femoral component is similarly filled with porous titanium and coated with hydroxyapatite on the inner surface. In order to improve primary fixation, its central peg is cylindrical rather than conical (as in the cemented version), and there is another, smaller peg anteriorly to confer rotational stability. The anterior part of the femoral component extends an additional 17°to allow implantation in a more flexed position and to support the anterior peg. Neither the femoral pegs nor the vertical lateral tibial wall are covered with porous titanium, but both are coated with hydroxyapatite. Aside from these modifications, the cementless femoral component is identical to the cemented version. Identical mobile meniscal bearings, manufactured from direct compression-molded ultrahigh molecular weight polyethylene, were used in both groups. The operative technique for implantation with cement is described in detail elsewhere 19 . To secure good primary fixation in cementless implantation, a specially designed, so-called toothbrush saw is used to create a narrower keel slot than that used with cemented implantation, and both components are firmly impacted after implantation. The femoral component is implanted between 5°a nd 10°flexed relative to the position required for the cemented prosthesis to minimize the risk of shear forces at the interface in high flexion. The operative technique is otherwise identical to that used for the cemented implant. Surgery was performed by one of six surgeons. Most knee arthroplasties (78%; forty-nine of sixty-three) were performed by one of three senior surgeons (D.W.M., C.A.F.D., and A.J.P.) with extensive experience with cemented Oxford unicompartmental knee replacements. The remaining procedures were performed by one of three senior trainees under direct or indirect supervision of one of the three senior surgeons. The postoperative program was identical for the two groups, with early weight-bearing encouraged in all patients.
Postoperative Follow-up and Data Collection
Data on the operative findings, implant sizes, and operative time were recorded at the time of surgery. Patients were seen for functional assessment by the same blinded physiotherapist who used the same scores as were collected preoperatively and at six months and one, two, and five years following surgery. Complications that occurred between visits were reported to the research physiotherapist who recorded them contemporaneously. Immediately after surgery and at six months, one year, and five years postoperatively, anteroposterior and lateral radiographs were made using a technique designed to produce an accurate image of the boneimplant interface. The radiographs were made under fluoroscopic guidance, by adjusting the x-ray beam until it was parallel to the bone-implant interface (either the underside of the tibial component on the anteroposterior radiograph or the flat, posterior surface of the femoral component on the lateral radiograph), before the definitive image was recorded digitally 16 . Radiographs were assessed by two assessors blinded to the clinical outcome. Radiolucencies were defined as being physiological (<2 mm in depth, with a sclerotic margin, appearing within the first postoperative year before remaining unchanged on subsequent radiographs) or pathological (thick, progressive, and not associated with a sclerotic margin). The area under the tibial component was divided into six zones (Fig. 1) ; if all six zones were involved, the radiolucency was considered complete, and if fewer than six zones were involved, the radiolucency was considered partial (see Appendix). In common with previous studies of the cemented Oxford unicompartmental knee replacement, we considered the vertical, lateral wall to be non-weight-bearing and did not record or attach any importance to radiolucencies present in this zone 16, 32 .
Statistical Analysis
A power calculation was performed with the expectation that the frequency of radiolucencies in knees with a cemented Oxford unicompartmental knee replacement would be 70%, with a halving of this figure in the cementless group being considered clinically important. For 80% power, with a significance level set at 0.05, thirty patients were required per group. Using values for functional outcomes recorded in a previous large study of cemented Oxford unicompartmental knee replacements 3 , a difference of 6 points for the Oxford Knee Score, 10 points for the Knee Society objective score, 12 points for the Knee Society functional score, and 1 point for the Tegner Activity Score would attain significance at the same power with the same sample size.
Each outcome score was analyzed both as an absolute score preoperatively and at one, two, and five years postoperatively, and as change from the preoperative scores at the same follow-up intervals (one, two, and five-year change in the Oxford Knee Score, Knee Society functional score, Knee Society objective score, and Tegner Activity Score). Descriptive statistics revealed normal distribution of surgical duration, preoperative scores, and change scores, but negative skewness of one and five-year data. Negative logarithmic transformations were performed to transform the data distribution to normality and parametric tests (independent-samples t tests) were used for duration of surgery and all functional scores. Tables with results contain nontransformed data. The Fisher exact test was used to compare the proportion of radiolucencies in the two groups.
Source of Funding
Biomet, the manufacturer of the implant, partially funded the study but was not involved in the planning or undertaking of the study. Support for this study was Six zones of radiolucency below the tibial tray of the Oxford unicompartmental knee replacement.
There were no revisions. One patient (in the cemented group) died within six months after surgery, and three additional patients (two in the cementless group and one in the cemented group) died, all from causes unrelated to the unicompartmental knee replacement, in the second through fifth years. One patient in the cementless group left the study because of poor health also between the second and fifth years. Final clinical analysis was performed on fifty-eight patients (thirtyone in the cemented group and twenty-seven in the cementless group). One patient in the cemented group had moved out of our catchment area after the first year and was unable to attend for his final radiographic follow-up, completing his functional assessments by mail; final radiographic analysis was therefore performed on fifty-seven patients.
One patient in the cemented group developed complex regional pain syndrome and continued to experience symptoms despite medical treatment (at five years, the Oxford Knee Score was 8 [the change in the score was 213], Knee Society functional score was 40, Knee Society objective score was 9, and the Tegner Activity Score was 2). One patient in the cementless group developed a postoperative hematoma and underwent exploration, lavage, and bearing exchange on day 10. This patient recovered fully and had no further surgery. There were no other complications. The mean surgical time (expressed as the time that the patient was in the operating room) was 95.7 minutes (range, sixty-five to 135 minutes) in the cemented group and 86.5 minutes (range, fifty to 110 minutes) in the cementless group; the difference was significant (p = 0.049).
Radiographic Outcome (see Appendix)
At five years, there was no evidence of femoral or tibial loosening, indicated by either implant subsidence or a pathological radiolucency, in either group. No radiolucency of any type was observed adjacent to the femoral component in any patient in either group at any stage. At five years, one patient in the cementless group had radiographic evidence of progression of osteoarthritis, with narrowing of the joint space in the retained lateral compartment. The patient was asymptomatic, and the functional scores remained excellent (the Oxford Knee Score was 45, the Knee Society functional score was 100, the Knee Society objective score was 85, and the Tegner Activity Score was 3). None of the remaining five-year radiographs demonstrated any adverse features.
Twenty of thirty-one knees (thirty patients) in the cemented group had a physiological radiolucency at five years compared with two of twenty-seven patients in the cementless group; the difference was significant (p < 0.001). All radiolucencies were <1 mm thick. Both radiolucencies in the cementless group were partial; nine of the twenty radiolucencies in the cemented group were complete. Therefore, complete radiolucencies were seen in nine of thirty knees in the cemented group compared with zero of twenty-seven knees in the cementless group (p = 0.01). There was no progression of radiolucencies in the cementless group from one to five years, and radiolucencies that were evident immediately and at six months postoperatively had resolved by one year (Fig. 2) . In the cemented group, radiolucencies developed over the first year and remained stable. There was complete agreement on radiographic findings between the two assessors.
Functional Outcome
Overall, all functional scores were significantly improved at one and five years compared with preoperative scores. Scores remained stable from the first to the fifth postoperative year (Table I) .
At two and five years, neither the absolute score nor the change in the Oxford Knee Score displayed any significant Percentage of partial and complete radiolucencies on the immediate postoperative radiograph and at six months, one year, and five years postoperatively.
difference between the groups (Fig. 3) . At five years, the mean Oxford Knee Score (and standard deviation) was 39.0 ± 10.4 in the cemented group and 39.4 ± 9.9 in the cementless group (p = 0.88); the mean change in the Oxford Knee Score was 17.9 ± 9.7 in the cemented group and 18.4 ± 9.5 in the cementless group (p = 0.84). At five years, the mean Knee Society functional score demonstrated a significantly superior outcome in the cementless group both for absolute (92.0 ± 12.7 versus 78.8 ± 18.4; p = 0.003) and change scores (30.8 ± 17.1 versus 16.4 ± 17.8; p = 0.003), although there was no significant difference in either score at two years (Fig. 4) . The minimum clinically important difference in the Knee Society functional score has been estimated at between 11.5 and 20.5 points 33 , which suggests a clinically important difference in our cohort. The five-year difference remains significant if the patient with complex regional pain syndrome is excluded (the mean score for the cemented group increases to 80.17 ± 17.2 [p = 0.005] for absolute Knee Society functional score Fig. 3 The mean Oxford Knee Scores (and 95% confidence interval) for each group, demonstrating the stability of the scores beyond the first postoperative year. Tegner Activity Score Cemented group 1.9 ± 0.8 2.9 ± 0.9 2.5 ± 0.8 ‡ 2.6 ± 0.8 Cementless group
1.9 ± 0.7 3.1 ± 1.1 3.1 ± 1.1 ‡ 2.9 ± 0.6
*The values are given as the mean and the standard deviation. †The difference was significant (p = 0.003). ‡The difference was significant (p= 0.04).
and to 17.59 ± 17.01 [p = 0.007] for the change in the Knee Society functional score). The Tegner Activity Score is significantly better in the cementless group at two years (mean, 3.1 ± 1.1 versus 2.5 ± 0.8; p = 0.04), but the difference did not persist to five years. Neither the Knee Society objective score nor the change in that score demonstrated a significant difference between groups at any time point. No significant change in clinical outcome in each group or overall was detected following the first year.
Discussion
T his study demonstrates that cementless fixation of the Oxford unicompartmental knee replacement is associated with a significantly reduced prevalence of radiolucencies compared with cemented fixation at five years, with equivalent or superior functional outcomes. There were no complete radiolucencies in the cementless group, indicating secure fixation in all knees. Radiolucencies did not progress between one and five years, suggesting that once the cementless component is securely fixed, it will remain so for subsequent years. The elimination of cementation conferred the additional advantage of reducing the operative time by a mean of over nine minutes. Although it was not formally assessed, the surgeons involved in the study found the procedure was simpler when it was performed without cement than when it was performed with cement. As well as being quicker, the cementless technique appears to be forgiving of a suboptimal method of implantation, as evidenced by the radiolucencies associated with inadequate seating of the tibial tray disappearing within the first year.
This study was powered to detect a significant difference in radiographic outcomes, and a larger number of patients would be required to achieve sufficient power to determine a difference in functional outcome. While the apparent superior functional performance of the cementless implant by a single outcome measure is encouraging and may be a manifestation of improved fixation, we would treat this with a degree of caution until it is replicated in studies with larger numbers. However, on the basis of this study, we conclude that the functional outcome of the cementless prosthesis is at least as good as the cemented prosthesis at five years.
The cementless Oxford unicompartmental knee replacement was introduced to improve the reliability of fixation in unicompartmental knee replacement and to exclude failures resulting from errors in cementation. Aseptic loosening accounts for 48.3% of revisions of unicompartmental knee replacements in the Australian Orthopaedic Association National Joint Replacement Registry 5 ; improved fixation should decrease the prevalence of aseptic loosening, which should have a profound effect on the revision rate of unicompartmental knee replacement as demonstrated in national joint registries.
Occasionally, pain occurs early after unicompartmental knee replacements and then tends to improve spontaneously 19 . However, if pain is associated with radiolucency, the implant may be considered to be loose and require revision. We expect a decrease in the prevalence of radiolucency to result in a decreased prevalence of revision for unexplained pain, which is the second most common cause of revision (behind loosening) in national joint registries 5, 9 . Other problems associated with cement and cementation technique may be prevented by the use of cementless fixation. Loose fragments of cement can cause pain and mechanical symptoms within the knee and may need to be removed arthroscopically 34 ; excess cement that is not removed The mean Knee Society Scores (KSS) (and 95% confidence interval) for function (Fcn) for both groups. may prevent normal bearing movement and lead to excess wear and failure 11 , and components that are not fully seated because of excess cement may tighten the soft tissues, causing pain 19 .
Concerns about the quality of tibial fixation have limited the use of cementless designs of total knee replacement following early reports of high rates of failure secondary to tibial loosening 35 . The prevalence of loosening is likely to be lower for the Oxford unicompartmental knee replacement as the use of a mobile bearing reduces shear forces transmitted across the boneimplant interface. As a result, the forces across the bone-implant interface are almost entirely compressive 36 , which is ideal for cementless fixation. In contrast, a total knee replacement has shear and tensile forces, which are less conducive to effective cementless fixation. This assertion is supported by the results of this study, which show evidence of reliable fixation at five years, and particularly by the fact that all thirteen knees that did not demonstrate adequate seating on postoperative radiographs had good evidence of fixation at one year and beyond.
The size of the study population limits the conclusions we can draw about complications or contraindications. A large, prospective, multicenter study is necessary to fully assess the complications and contraindications to cementless fixation. Following satisfactory one-year results from the patients in the present report, we recruited such a cohort and 1000 patients have currently reached a minimum of one year of followup. This cohort has demonstrated an early complication rate similar to that of the cemented prosthesis with no additional contraindications 32 . As a result, we now exclusively use cementless fixation in the setting of primary unicompartmental knee replacement.
On the basis of the results of this randomized controlled trial demonstrating improved fixation, and the large cohort demonstrating no increase in complications, we believe the cementless device should be used more widely. We anticipate that the widespread use of the cementless device will result in a lower failure rate for unicompartmental knee replacement.
